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ABSTRACT
The characteristics and design of a high-accuracy and high-sensitivity 2-dimensional camera for the measurement of the end-point of the trajectory of accelerated heavy ion beams of positron emitter isotopes are described. Computer simulation methods have been used in order to insure that the design would meet the demanding criteria of ability to obtain the location of the centroid of a point source in the X-Y plane with errors smaller than 1 mm, with an activity of 100 nanoCi, in a counting time of 5 sec or less. A computer program which can be developed into a 'general purpose' analysis tool for a large number of positron emitter camera configurations is described in its essential parts. The validation of basic simulation results with simple measurements is reported, and the use of the program to generate simulated images which include important second order effects due to detector material, geometry, septa, etc. is demonstrated. Comparison between simulated images and initial results with the completed instrument shows that the desired specifications have been met.
INTRODUCT ION
The use of accelerated heavy charged particles for the treatment of malignant tumors is currently being investigated by groups in Europe, Japan and North America. The rationale for using this type of radiation therapy is based on possible therapeutic gains to be achieved as a result of an improved depthdose distribution and an enhanced biological response when com ared to x-rays or electron radiation treatments.1, The excellent depth-dose distribution of heavy charged particle beams is a result of their well-defined range in matter, and their flat distribution of dose with depth until near the end of their 5 .00 . Because of the characteristic sharpness of the Bragg peak, small errors in its placement on a tumor volume could result in very high doses to healthy, sensitive surrounding tissues and in underdose to the target. It becomes imperative, then, to have an independent and safe method to ascertain whether the treatment planning (usually based on X-ray CT scans) is correct before the heavy radiation doses are delivered to a patient.
For this purpose, the fragmentation of accelerated heavy ions, which can convert some stable nuclei into radioactive positron emitters by the loss of one neutron (like Ne-20 to is being exploited at the BEVALAC accelerator3. The energetic positron emitting particle beam can be used as a probing beam before therapy. The annihilation gamma rays emitted after the beam stops can be used for generating an image of the end point of the trajectory for comparison with a known tumor location.
In 1979 we reported on the design of an imaging instrument for the radioactive beam injection method4 which was capable of obtaining the end point of a trajectory along the beam line, with the high sensitivity and accuracy needed for the measurement. That instrument has been used with limited success in the intervening time to carry out physical and related medical measurements at the BEVALAC5. In preparation for further development of the technique for application to patients, and based on our experiences, it has become necessary to develop a new instrument for imaging of a positron emitter distribution on a plane, with the ability to localize the radioactive end point of a trajectory in two dimensions with accuracies of better than one millimeter (centroid of a distribution), within a measurement time of less than 5 seconds with an injected radioactivity of the order to 100 nanoCi. The system resolution should also be as high as possible, consistent with a maximum acceptable cost. This paper will present a discussion of the basic principles used in the design of a camera meeting the indicated demands of accuracy and sensitivity, will describe the computer simulation method used to develop an appropriate camera configuration, its experimental validation, the results of imaging experiments by computer simulation and their comparison with actual camera measurements.
Basic Principles
The problem of imaging a plane of positron emitting activity is very well known, and it has been '748 solved quite successfully by PET For that specific case, it has been shown6 that the image reconstruction noise propagation factor is fundamentally better by at least one order of magnitude for a planar camera configuration like that of Fig. 2 than it would be for a transverse detector structure. The main reason for the difference is that gamma-rays travelling from a given pixel to a transverse detector have to traverse other pixels, giving rise to an ambiguity which manifests itself in a bad condition number (CN, largest/smallest eigenvalue) of the blurring matrix which defines the transverse detector. The The system matrix A for any specific physical arrangement of detectors and imaging region contains a complete description of the imaging capabilities of the camera. The higher the condition number of A', the worse the camera will behave in the presence of statistical fluctuations in the data. The design of a camera for high sensitivity can then be approached by defining the physical parameters of a prototype and using computer simulation techniques to obtain its system matrix. Once some degree of optimization has been obtained by observation of the eigenvalues, one can further simulate the complete image acquisition and reconstruction and see whether the design objectives are being met. We have followed that approach in the design of PEBA II (Positron Emitter Beam Analyzer). We have focused our attention on planar cameras consisting of two 8 x 8 detector arrays, with pixels assumed to contain all their activity in their centers, which we call "system points". The total number of detectors (128) Hopefully the matrix obtained is sufficiently good to be useful not only for design analysis, but also for obtaining the pseudo-inverses to be used during image reconstruction with the final instrument. We have generated one such code which will now be described briefly. The program structure is shown in Fig. 3 .
On the right of Fig. 3 we show program APXTAL which carries out the only Monte Carlo calculation of the simulation. The detection efficiency of an array of 9 detectors arranged in a configuration which mimics a segment of the instrument is calculated for gamma-rays incident with angles e and 6 on a grid of entry points, as shown in Fig. 4 The program runs on a 128K PDP-11/34 fitted with a 32K Floating Point Systems AP-120B Array Processor.
For PEBA II, with two 64-detector planes, the main MATRIX calculation runs at an average rate of 6.6 minutes for one system point. It should be pointed out that the 11/34 would not be able to handle larger detector systems with any degree of efficiency.
Validation of the camera simulation
The most important characteristics which we have been interested in validating are the absolute efficiency of the instrument and spatial response of the detectors. We have checked these two parameters by simulating a camera with one single detector per bank and calculating the absolute intrinsic response of the instrument as a point source is made to sweep between the two detectors. For the corresponding measurements we have chosen an arrangement of 3 detectors at each side, in the geometry described in Fig. 5 , each of dimensions 1.25 x 1.25 x 3 cm with the center detector of each group coupled to a Hamamatsu R647-04 phototube. The two detector groups were separated by 30 cm. This arrangement was used also for evaluating experimentally the effect of septa of different materials on the detector response to a point source. A substantial number of relative measurements were also made with finely collimated annihilation gamma-rays in order to confirm the results of the APXTAL Monte Carlo calculations of efficiency versus entrance point and angle. Fig. 2 results in a sampling of the image plane at an interval s=d/2. System matrices generated by placing system points in the image plane with that separation result in good condition numbers, although an attempt at using s<d/2 is disastrous, as the sampling theorem is violated. If only one set of system points is considered in the image plane, as, for example, those labelled "A' in Fig. 8 , a continuous line source cannot be identified as being different from a set of point sources placed at the system points. In order to generate a continuous image, it is necessary to use an interpolation method. As an extension of the method that was used in the one-dimension instrument of Ref. 2 , we have defined 16 sets of system points whose centers are shown by letters "A" through "P' in Fig. 8 . Each set of system points is used to generate an independent system matrix, and the vector of results of a measurement k of Eq. (1) from a fixed (Fig. 4) , angle e ranging between 0 and 45 degrees, 0=0. Energy thresholds of approximately 10 keV and 375 keV have been investigated, and both the results for the center crystal and for the adjacent crystal to the right (in Fig. 4 ) are shown for gamma-rays entering the center crystal. camera is successively backprojected and filtered by all sixteen matrices. The images obtained are superimposed with the displacements corresponding to the position of the system point array centers. If the image plane is sufficiently sampled by the detector array, this method is equivalent to having a moving detector array which scans the image plane in a raster, but the desired result is accomplished without mechanical motion.
The requirement for frequent sampling cannot be bypassed, however, and analysis of the simulation results shows that the imaging accuracy which is desired for the PEBA II camera can only be obtained if the sampling distance is decreased to s=d/4 from s=d/2. This requirement can also be met without mechanical motion if the detector array is configured as shown in Fig. 9 . A simple geometrical construct shows that the detector centers are now sampling the imaging plane at the desired higher rate, except at the extreme periphery of the plane. Simulation results show that the efficiency and accuracy of this fixed arrangement is identical to that of a camera in which quadrangular detector arrays would be moving so as to result in identical sampling.
Effect of septa
The presence of high atomic number septa between detectors can be simulated in the APXTAL Monte Carlo program. It is found that tungsten septa reduce considerably the number of false events caused by Compton scattering between crystals. The importance of these events has to be put in the proper perspective by considering (a) that the high photofraction of BiGeO allows setting a high threshold (approximately 375 keV) for the event discriminators and meet the sensitivity requirements set for PEBA II, and (b) with that high threshold, relatively few events can scatter from one detector and deposit enough energy in a second one to trigger the discriminator. Also, the camera will be used in practice with a human absorber between the radiation source and the detectors, and the Compton scattering effects in the human can be expected to introduce more errors than the detectorto-detector effects. In order to ascertain the relative importance of the above considerations, a number of measurements were carried out. The set-up of Fig. 5 was used with two blocks of lucite plastic each of 10 cm thickness between the source and the detectors. It was found that the presence of the absorber reduced the photopeak coincidence count rate by a factor of 8. Curves like that of Fig. 6 were plotted for a number combinations of energy threshold and septum materials and the resulting conclusion was that with the high threshold and the absorber, septum material made no significant effect on the detector response curve. The measured intrinsic full-width resolution at 1/10th maximum increased only from 12.5 to 13.5 mm when the absorber was used. For that reason, simple aluminum separators were designed for the actual camera.
Simulated imaging results
The sixteen matrices and pseudo inverses for the camera described in Fig. 9 were obtained from the simulation programs. Separation between detector planes was taken to be 25 cm. Matrix condition numbers were found to be between 10.35 and 11.5, which were expected to be very favorable. The simulation program MATRIX was also used to generate single vec- Fig. 8 . The results of this simulation show that there is some structure in all the images which is particularly visible with good statistics. This is due to a limited sampling of the image plane, carried out at s=d/4 by the stationary design of Fig. 9 . A simulation with sampling at s=d/8 results in better images, but careful observation of Fig. 10(b) and a number of similar ones indicates that the design objectives of positional accuracy and sensitivity of PEBA II can be met at s=d/4 and a more complicated design has not been considered at this time.
Initial experimental images PEBA II has been constructed following the design criteria indicated above. Details of the instrument design and a careful evaluation of its capabilities will be published in the near future. At this time, it is appropriate to show some preliminary results obtained by imaging a point source in plastic and a 0.8 cm. diameter line source enclosed in Pb foil. Detector groups were separated by 34 cm for these experiments, energy thresholds set somewhat below 375 keV, no substantial absorbers were used. Fig. 12 (a) shows the response of the camera to a 1.67 microCi point source positioned near the center of the field, counted during 100 seconds. Fig. 12 (b) shows the same source counted during 0.1 second (approximately 100 counts in the image). A correlation analysis between the 100 second image and sixteen 0.1 second images shows a standard deviation in Fig. 13 shows a continuous image of the line source obtained with 120,000 counts, in which any structure due to undersampling is obscured by statistical fluctuations and threshold non-uniformities. 
